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EKOEZH EAErXOY/ TEST REPORT No. 1K.19.0014

EpyaoTtipio / Laboratory :

AigGBuvon Hpwwv MNoAutexveiou 9, 15780 ABriva MoAuTexveioUtroAn Zwypdeou /
/ Address: 9 Heroon Polifechniou Str. GR-15780 NTUA Zografou Athens """ """~ "
Aokipio looBepuikd KIBWTIO Otipdg Senso Biaotdo.(mm) 442x438x324 e§wr., 350x350x160 eowr.,
/specimen:  €§WT.6yKou 62.70 It, kaBapou dykou popTwong 19.60 It
Isothermai container Ambient 1Q of outside dimensions (mm) 442x438x324 and inside 350x350x160,
ext.volume 62.70 It, net load volume 19.604#
Kwbikég SN0 20 e m e
/ code:
Eviohodoms  B. & K. Koukkog AEBE, 10 Ay E.O.Exnparapiou-Xakidag, 32009 Zxnparap! Boiwtiag
Submitted by: B. & K. Koukkos SA, 1st km N.R.Schimatari-Halkida, 32009 Schimatari Voiotias

Aokiuny looBeppikwv  KiBwTiwv ouu@wva pe Tnv péBodo AFNOR NF S99-700:2007,
Bdoer Mivaka F.1 N° ST-48-a TEMPERATURE PROFILE / Measurement of Isothermal

Containers according to AFNOR NF S99-700:2007 according to Table F.1 N° ST-48-a
TEMPERATURE PROFILE

AFNOR NF S99-700:2007 lgoBeppika kai WukTikd doxeia yia mpoiévra uyeiag - MéBodog
mpoidvTwv BepuikAg amdédoong / Isothermal and cooling boxes for health products -
thermal performance qualification method

AvVTIKEIPEVO EVTOARG
/ Scope of the order:

Mé£Bobog pétpnong
/test method:

OAIKN aBeRAIOTNTA BEPUOMETPWY HIKPOTEPN ATTO 0.5 K yia To Sidotnpa -30°C éwg +50°C

/ total uncertainty of temperature recorders less than: /range - 30° C till +50° C

To Epyaotripio EAéyxwv ATP eivai diamateupévo kartd ISO 17025 kai 6Aa ta XpnoidotroloUueva BepudueTpa gival diakpiBwpéva.

Huep. erépevng

XpNoIHOTTOIOUHEVA Ap18u6G TIoTOTTOINTIKOU

Zeiplakoi apiduoi/

Huep. Siakpipwong/

g;:‘:;;‘r’;:m/ MRS Serial numbers : S:I’i;faig;?ng/ FERER Date of calibration: :;?(fgﬁ::;zg] Pate i
Keytag Logger T141 CAL 201903T141 03.2019 03.2020
Keytag Logger T144 CAL 201903T144 03.2019 03.2020

H Gokiun éyive pe mARpeg Qoprtio (An€imrpdBeoua TpoidvTa ) Kai TTPayuatoTroifbnke pe Ouvexn karaypa@r tng
BepuOKPACiag OTO ECWTEPIKO Kal EEWTEPIKG TOU XWPOoU TTARPWONG 0t OUVOAIKA 2 onueia avd 5 min / The test was
performed with a full load (outdated products) and with continual temperature recording every 5 mins at 2 points inside
and outside the isothermal container

MpoeToipacia looBepuikol KiBwTriou Senso 20 It Trpog Aokiun /
Preparation of Isothermal box Senso 20 It or testing

Nepiypagn/Description| Tinog/Type Fpu/gr |Tux/No nMpoegToipyacia / Preparation
. . -20°C yia 48h, avapovn 30 AemrTd o€
SGJ%KUGTT&SIiiE%?Ké Bepuokpaacia dwpariou TPIv TNV XPron Katd
X’:‘rsuiBA S Lcjx / C,ool sl Plastica 350 8 OnAwon g etaipeiag B. & K. Koukkog AEBE / 4
PIRANK P 20°C for 48h, 30 min stay at room temperature

Plastica blue colour, plastic

. before use according to B.& K. Koukkos SA
casing

company statement

Zehida 1 amé 4
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Aigotnpa  Ekkivnon dokiprig wpEg @eppokpagia OaAduou °C
/Segment / start of test / hours / Test Chamber temperature
1 17.07.2019 12:40 03:00 22
2 17.07.2019 15:40 04:00 28
3 17.07.2019 19:40 09:00 22
4 18.07.2019 04:40 08:00 28
5 18.07.2019 12:40 04:00 40
6 18.07.2019 16:40 03:00 28
7 18.07.2019 19:40 09:00 22
8 19.07.2019 04:40 08:00 25
9 19.07.2019 12:40
Afign Sokipng
/ end of test

Naparnpnoeig/ Remarks :

Nposroipacia looBepuikou KiBwriou rpog Aokiun / Preparation of Isothermal box for testing

MNa TNV ouykekpipévn pETpnon Xpnoidotroienkav 8 Tepdyxia ayokuoTeg 350 yp Plastica xpwpatog pTTAE pe TTAAOTIKG
mepiBAnua oe Beppokpacia -20°C yia 48h UoTepa amd apapovry Toug yia 30 min oe Beppokpacia dwpartiou Kard
onAwon g etaipiag B. & K. Koukkog AEBE. To kiBwTio @apudkwv @opTwenke pe AngnmrpdBeoupa Trpoidvra
Oeppokpaciac 2-8°C kai TomoBeTiBnke 1 karaypa@ikd amd 10 EMM o1o KGTw péPog Tou KIBWTiOU. ZTn CUVEXEID
TOTTOOETABNKAV OTO 1000EPUIKG KIBWTIO WE OeIpd amd KATw TTPOG Ta TAvw : 4 TeW. Trayokuoteg 350 yp Plastica
Xxpwuatog PAe TTAaoTIkG TrepiBAnuace Beppokpaaia -20°C, 1o KouTi apudkwv, 4 Tep.TTayokuoTeg 350 yp Plastica
xpwuatog HmAe TAaoTik6 TepiBAnua ot Beppokpacia -20°C, evwy TEAOG TOTTOBETEITAI E€PUNTIKA TO KATTAKI
ToAuoupeBAvNG Kal oepayileTal To EEWTEPIKG KIBWTIO PE QUTOKOAANTN Tavia.

/ for the specific measurement 8 cool packs of 350 gr Plastica blue colour plastic casing at a temperature of -
20°C for 48h after a stay for 30min at room temperature were used according to company B.& K. Koukkos SA
statement . The intemal container was loaded with outdated pharmaceutical products at a temperature of 2-8°C and 1
temperature recorder was placed in the bottom of the box . Afterwards inside the isothermal container were placed

from bottom to top: 4 cool packs Plastica blue colour plastic casing at a temperature of -20° C, the container, 4 cool
packs 350 gr Plastica blue colour plastic casing at a temperature of -20°C and finally, the PU lid was tightly placed
and the external box was tape sealed.

ZeAiba 2 amd 4
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1 Kamdki oppdyiong PU /
PU lid

2 4 MayokuoTeg Plastica 350 ypu og Bgppokpacia -20°C
4 cool packs Plastica 350 grm at temperature -20°C

3 KiBwrio pépTwong /
net payload box

4 4 MayokuoTeg Plastica 350 ypu ot Bgppokpacia -20°C
4 cool packs Plastica 350 grm at temperature -20°C

5 aomida g B.& K. Koukkos SA
shield of B.& K. Koukkos SA

—
L
/,
/

4

Y/ ——
/

6 Aidragn TAakwv ToAuoupeBavng Traxoug 30mm/
Setup of PU plates thickness 30mm -

7 E&wrtepiko kiBwTio Tng B.& K. Koukkos SA
External carton box of B.& K. Koukkos SA

2eAida 3 amd 4

EMM EPFAZTHPIO EAEMXQN ATP- Hpwwv MoAutexveiou 9, 15780 MoAutexveiolTmoAn Zwypdgou ABrva, TnA. 2107723742, fax.2107723676
ATP TESTING LABORATORY -9 Heroon Polytechniou Str. GR-15780 Zografou Campus-Athens,tel. 2107723742, fax.2107723676




EKOEZH EAEMXOY / TEST REPORT No. IK.19.0014

Oeppokpacia (°C) Temperature (°C)

‘Eyive oTiG:

Témog:

50
45
40 -
35
30 1 —t141
25
20 —1t144
]

15 S
10 - N

5 K -

O T

43663.529 43664.529 43665.529
Huepounvia ka1 Qpa/ Date and Time
Alaypappa 8gpHOKpacI®V EVTOG Oaldpou AoKIMNAG
/ Temperatures diagramm inside Test Chamber

Karavoun OepuoUETpWV / thermometers distribution

T144 0alapog dokipwy / test chamber

T141 sowTepika KaTw/ inside bottom box

25.07.2019 Y1re00uvog eAéyxwv/ Tes ing Responsible

EQNIKO

-

;;ll gx A f?‘f“)’h’ﬁtg

ZeAida 4 améd 4
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